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plain abdominal X-ray revealed the device lying high in the abdomen. It had not been identified with the image intensifier as it was lying directly over the lower spine and sacrum. At laparoscopy the next day the IUS thread was seen in the omentum. The IUS itself was buried, but was easily retrieved with gentle countertraction on the omentum through a 5 mm laparoscopy portal.
After an uncomplicated recovery the patient was discharged home the following day. A few weeks later she had a spontaneous bleed after which she was recommenced on a monophasic oral contraceptive pill.
Discussion
Uterine perforation by intra-uterine devices is a rare event (1.3 per 1000 1 ) occurring at the time of insertion and is often asymptomatic. The interesting point about this case is the fact that the women became amenorrhoeic despite the IUS being outside the uterine cavity. It thus appears that an extra-uterine LNG IUS has been contraceptive and caused amenorrhoea in a woman with no previous history of amenorrhoea apart from pregnancy. That she then went on to have a normal period within a month of removal of the IUS provides further evidence of the above.
The mechanism of action of the levonorgestrel IUS is based mainly on the release of levonorgestrel at a rate of 20 µg / 24 hours directly into the uterine cavity which acts locally to produce suppression of endometrial proliferation 2 and thickening of cervical mucus. 3 The blood level of levonorgestrel is only about a quarter of that achieved with a standard 30 mcg levonorgestrel pill (progestogen-only pill). 4 This is enough to cause suppression of ovulation in some women in some cycles. 5 The physical presence of the IUS within the uterus would also be expected to make a minor contribution to its contraceptive effect. 2 Menses are often chaotic at the start with spotting, and some women become amenorrhoeic.
It is possible that a good blood supply in the omentum in which the IUS was buried allowed systemic levonorgestrel to reach a higher level than is usually found with the intrauterine system, and that this was sufficient to cause amenorrhoea in a similar way to that experienced by some users of levonorgestrel contraceptive pills and subdermal implants. It would have been interesting to be able to measure the blood level of LNG in this case.
The failure of the image intensifier to locate the device intra-operatively was an important lesson for us. A plain abdominal X-ray (AP and lateral) pre-operatively would probably have located the IUS and may have enabled location at the first laparoscopy. This case emphasises the importance of X-ray as well as ultrasound investigation in such cases.
Key message points
Amenorrhoea is sometimes seen as a reassuring sign that a LNG IUS is correctly sited. This case makes that assumption dangerous and underlines the importance of a thread check a few weeks after fitting as a routine in all women with IUSs. 
